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Abstract

Background: Successful injection of radiolabeled compounds is critical for positron emission tomography (PET)
imaging. A poor quality injection limits the tracer availability in the body and can impact diagnostic results. In this
study, we attempt to quantify our infiltration rates, develop an actionable quality improvement plan to reduce
potentially compromised injections, and compare injection scoring to PET/CT imaging results.

Methods: A commercially available system that uses external radiation detectors was used to monitor and score
injection quality. This system compares the time activity curves of the bolus relative to a control reading in order to
provide a score related to the quality of the injection. These injection scores were used to assess infiltration rates at
our facility in order to develop and implement a quality improvement plan for our PET imaging center. Injection
scores and PET imaging results were reviewed to determine correlations between image-based assessments of
infiltration, such as liver SUVs, and injection scoring, as well as to gather infiltration reporting statistics by physicians.

Results: A total of 1033 injections were monitored at our center. The phase 1 infiltration rate was 2.1%. In decision
tree analysis, patients < 132.5lbs were associated with infiltrations. Additional analyses suggested patients > 127.5
lbs. with non-antecubital injections were associated with lower quality injections. Our phase 2 infiltration rate was
1.9%. Comparison of injection score to SUV showed no significant correlation and indicated that only 63% of
suspected infiltrations were visible on PET/CT imaging.

Conclusions: Developing a quality improvement plan and monitoring PET injections can lead to reduced
infiltration rates. No significant correlation between reference SUVs and injection score provides evidence that
determination of infiltration based on PET images alone may be limited. Results also indicate that the number of
infiltrated PET injections is under-reported.
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Background
Proper administration of a radiotracer dose is essen-
tial to positron emission tomography (PET) image
quality and quantification [1–5]. Misadministration or
infiltration of the dose results in changes to uptake
kinetics which may alter the quantitative assessment
of PET data. This can impact cancer patient staging,
therapy assessment, treatment planning, and can lead

to unnecessary invasive procedures and patient radi-
ation exposure [6–9]. Quality control (QC) efforts en-
sure accuracy of the administered dose for PET
quantification; but no routine QC exists to ensure the
administered dose completely enters the patient
circulation.
The standard quantitative assessment for fluoro-

deoxyglucose (18F-FDG) PET imaging is the stand-
ard up take value (SUV). This value is calculated
from the activity concentration measured by the
scanner and normalizing by the patient’s weight and
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the injected dose (ID). SUV is given by the equation
below.

SUVBW ¼ ROI Activity Concentration
ID=Weight

If there are errors in the injected dose value (ID), pos-
sibly caused by a compromised injection, then this can
introduce significant variance into the calculation of
SUV and subsequently can lead to inaccurate assess-
ments of quantitative results that are often used for re-
sponse to therapy assessments [10].
It is also a common practice for radiologists to report

the maximum value of the SUV in the left lobe of the liver
as a reference region for a given FDG study. The idea be-
hind this methodology is to provide a baseline value for
generic FDG uptake in the body to enable better compari-
son of baseline values to suspected lesion uptake [11, 12].
These values are also sometimes used to make determina-
tions regarding the quality of the scan based on baseline
liver values being too low or too high [13], with an excep-
tionally low value (an SUV of approximately 1) being an-
ecdotally associated with possible infiltration. This is
based on a local survey of radiologists that felt like they
had noticed an association of uncharacteristically low
SUVs in the liver associated with compromised injections.
This study sought to achieve three primary goals. The

first was to use new technology to monitor our injection
quality and assess our institutional infiltration rates associ-
ated with PET/CT radioisotope injections. The second
was to use quality improvement techniques to determine
potential contributing factors that could be used to reduce
our institutional infiltration rates and implement them to
determine their true impact on infiltration rates. The third
was to assess whether standard baseline PET reporting
methods (e.g., SUV max reported in the liver) are able to
differentiate between infiltrated and non-infiltrated scans.

Patients and methods
This study was carried out in two primary research
phases. The first phase was conducted under a quality
improvement project for which the University of Ten-
nessee Graduate School of Medicine Institutional Review
Board (UTGSM IRB) determined the project did not
meet the definition of research as defined by 45 CFR
46.102(d) and classified the initiative as “quality im-
provement”. In Phase 1 of the quality improvement pro-
ject, our PET/CT center monitored the injection process
of 514 patients with technologists blinded to the injec-
tion quality results. Data were analyzed and potential
contributing factors were identified using decision tree
analysis, with decision trees constructed using 20-fold
cross validation with inverse prior weights as the assess-
ment measure (SAS Enterprise Miner, v. 14.1 and v.9.4).

A quality improvement plan (QIP) to address these fac-
tors was developed and implemented around those tar-
geted factors. In Phase 2 of the QI project, 519 patients
were monitored with the technologists unblended and
able to immediately see the injection quality results and
we re-measured our infiltration rate with adherence to
the QIP also assessed. All injections were monitored
using an external detector device, called LARA (Lucerno
Dynamics, LLC, Cary, North Carolina).
The quality improvement plan focused on two main

areas: all patients and patients with lower body weight.
For all patients, we implemented the following: (1) use of
a blood pressure cuff instead of tourniquets (where pos-
sible), (2) contacting patients 24 h prior to their exam to
remind them of their appointment and to hydrate well,
and (3) questioning patients about water consumption the
day of the procedure. For patients less than 135 pounds,
technologists applied a warm compress to the injection
site for several minutes prior to radiotracer injection.
To monitor the quality of a radiotracer injection, two

sensors are placed on the patient using hypoallergenic
and atraumatic disposable adhesive pads. One sensor is
placed on the injection arm approximately 7 cm prox-
imal to the venous access site. The other sensor is placed
on the opposite arm in a mirrored location. Sensors re-
main in place during the standard resting uptake period
prior to imaging (40–60 min post injection). The injec-
tion arm sensor records the passage of the bolus and
any residual activity at the injection site. The sensor on
the opposite arm provides a reference activity level
against which the injection sensor is compared. The sen-
sor data, along with procedure-specific information, are
analyzed using cloud-based software to generate TACs
and QC/QA reports (see Fig. 1 -Lara Device and TAC).
For an ideal injection, the TACs reported by the injec-

tion sensor should quickly peak and then rapidly approach
the values recorded by the reference sensor as shown in
Fig. 2a. For injections which may have been compromised
by infiltration or a venous obstruction, the activity at the
injection site will remain elevated during part or all of the
uptake period as shown in Fig. 2b. TACs with the latter
characteristics are indicative that not all of the prescribed
radioactivity was delivered as a bolus injection into the pa-
tient’s circulation. Examples of quality injections and in-
jections with signs of infiltration are shown in Fig. 3.

SUV analysis and correlation to injection scores
Subsequent to the completion of the QI project, we ob-
tained UTGSM IRB approval (#4365) to retrospectively
compare PET/CT imaging data to injection quality re-
sults. In this companion study, 896 patients whose injec-
tions were monitored had their injection quality scores
compared to the radiology reports and images from their
PET/CT examination. Values for maximum SUV in the

Osborne et al. BMC Medical Imaging            (2020) 20:3 Page 2 of 7



reports were compared to injection quality scores from
the device to test for correlations between SUV values
and injection scores. Scores of greater than 200 were clas-
sified by our site as infiltrations with all remaining scores
grouped as good injections. Mann-Whitney U tests were
used for comparison of group means and Spearman’s Rho
testing was used to assess non-parametric correlation.
In addition to obtaining SUVs from patient reports,

we examined the imaging data for cases considered to
be potentially infiltrated (score > 200) to determine the
percentage of infiltrations that were visible in the PET
field of view (FOV) and specifically called out in the
radiology reports. For many infiltrations, the site may
not be visible in the scanner because of arm positioning,
however, we felt this was an important characteristic to
determine what percentage of infiltrations could have
been missed by our institution had we not externally
monitored for injection quality.

Results
Infiltration quality improvement project
The infiltration rate at our institution from phase 1 was
found to be 2.1% (SE .81, 95% CI 1.02, 4.47). In decision
tree analysis (Fig. 2), patients < 132.5lbs were associated
with a higher number of suspected infiltrations and were
shown to be 4× more likely to be infiltrated (4.85 vs.
1.2%). Additional analyses suggested patients > 127.5 lbs.
with non-antecubital injections were associated with
lower quality injections. Following implementation of
our QI plan, the phase 2 infiltration rate was 1.9% (SE
.76, 95% CI .87, 4.16) which was a measurable reduction
but not statistically significant (p = 0.785). The infiltra-
tion rate in patients < 132.5 lbs. decreased from 4.8 to
1.4% (p = 0.23) and in patients > 127.5lbs with non-
antecubital injections increased from 2.7 to 7.5% (p =
0.20) as shown in Table 1. Estimates of compliance with
QIP measures ranged from 19 to 45%.

SUV analysis and correlation to injection scores
Assessment of the correlation between maximum SUVs
in the liver and injection scoring indicated a very weak,
non-significant correlation between the injection score
and SUV with a Spearman’s Rho correlation coefficient
of − 0.08 with a p value of 0.17. The average liver SUV
for patients considered having infiltrated injection was
3.83 with maximum and minimum values of 6.4 and 2.2,
respectively. For patients that were not infiltrated, the
average liver SUV was 4.04 with maximum and mini-
mum liver values of 12 and 1.7, respectively. A weak but
significant correlation was observed between injection
score and patient weight (ρ = − 0.125, p = 0.040) as well
as a weak but significant correlation between blood glu-
cose levels and patient weight (ρ = − 0.168, p = 0.006).
Further highlighting the lack of correlation between the in-

jection score and SUVmax values, assessment of the liver
SUVmax scores from the twenty worst injections scores and
twenty best injection scores indicated that the mean values
differed by only 9 % (3.585 ± 0.78 and 3.925 ± 1.12). Two-
sample t-tests for means of these two samples were found to
not be significant (p > 0.05) suggesting that the two means
were not significantly different.
Of thirty-eight measured infiltrations during the study

period, twenty-four were visible on imaging data while
fourteen were not (63% visible on scans). For all scans in
which the infiltration was not visible, none were men-
tioned in the radiology reports. Only in four instances
out of twenty-four visible infiltrations were the infiltra-
tions specifically noted in the radiology report. This indi-
cates that during this study, approximately 17% of visible
infiltrations were reported, while only 10.5% of the total
number of infiltrations were reported by radiologists.

Discussion
No significant correlation was found between SUV max-
imum measurements in the liver and injection scoring.
Contrary to anecdotal and suggested information, there

Fig. 1 shows (a) The Lara device in its docking station, and (b) the Lara device and sensors attached to the patient
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appears to be no predictive correlation between the SUV
maximum values assessed in the liver as a reference re-
gion and whether or not an infiltration occurred in a
PET injection. This is true for the average PET scan,
however, the authors concede that severe infiltrations
may result in potential visual changes to the data that
may make it evident that an issue occurred with the in-
jection. Figure 4 shows two examples of compromised
injections. These images show different aspects of al-
tered image quality, including increased image noise,
non-normal patterns of 18F-Fluorodeoxyglucose (FDG)
uptake, and axillary node involvement combined with

image quality issues which is a well-known sign of a pos-
sibly infiltrated dose [14].
For diagnostic clinical assessments of PET/CT data, the lack

of significant correlation between liver SUV measurements
and injection quality results demonstrates that the use of liver
SUV information cannot be used as a baseline for assessment
of the quality of any individual patient injection. Injection
quality monitoring is needed to more positively determine the
quality of a given injection so that appropriate assumptions
about the integrity of the resulting PET/CT scan can be made.
This is especially important in longitudinal therapy monitoring
where baseline pre-therapy SUV measurements may have

Fig. 2 shows a good quality injection (a) as compared to an injection of poor quality (b)
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been compromised by poor injection quality and could result
in changes to patient management if the compromised SUV
comparison to subsequent SUVs factor into the physician de-
termination of appropriate treatment.
Reporting frequency of infiltrations appears to be low.

Even in the cases where the infiltration was clearly vis-
ible on imaging, only 17% were reported officially on the
radiology report. It is our opinion that information about
the quality of the injection should be consistently placed
into the official radiology report to provide treating phy-
sicians with key information regarding potential quality
issues related to a metabolic study. Reporting of this
information is not a standard practice at many facilities
but may improve as access to injection monitoring
becomes more readily available and the imaging com-
munity becomes more aware of the potential impact un-
known infiltrations may have on cancer care.
At our institution, the time activity curve image with

the injection score is uploaded to PACS with the PET/
CT study images as a secondary capture image. This
score is reported on with standardized language, similar
to the following text: “The injection quality is good with
injection score of -369 (200 or greater suggesting of ra-
diotracer infiltration)”. If the injection score were above
200, we would have the language similar to the follow-
ing: “The injection may be compromised with and
injection score of 300 (200 or greater suggesting of ra-
diotracer infiltration)”. The goal is not to specifically say
an injection is absolutely good or bad, but our goal is to
alert referring physicians and radiologists to possible

compromises to injection quality that is especially useful
if quantitative assessments are being used, or longitu-
dinal patient imaging is being performed.
Limitations exist with this study. Firstly, this is a single

center experience and is thus biased by our own processes
and patient populations and may not reflect outcomes
measured by other centers. Secondly, the retrospective
portion of this study only enables us to examine the corre-
lations between existing data as no interventions were
used to assess further causal relationships. Further work is
needed to validate the complete meaning of the data col-
lected using external sensors for the purposes of injection
monitoring and quality control. A recent study has vali-
dated that results from external sensors match with infor-
mation recorded during PET imaging [15], however, this
study does not identify how the time activity curves from
the external sensors match with the kinetics of the infiltra-
tion and redistribution into the body. Although this work
remains to be performed, the process of adding better
quality improvement through injection monitoring un-
doubtedly can have an impact on patient care in the out-
patient cancer imaging setting.
Previous studies, including a recent multi-center center

study of 5541 injection (including some data from our site)
that indicated injection monitoring can lead to PET center in-
jection quality improvements and can lead to changes in pa-
tient management [1, 7, 16]. At our site, poor injection quality
occurred at a lower frequency compared to other sites large
multi-center study (2.1% for our site, vs. 6.2% average for other
sites), however, we were still able to improve upon our

Fig. 3 shows the decision tree analysis results for Phase I injection monitoring

Table 1 Associations with Infiltrations and Corresponding Phase 1 and Phase 2 Rates

Associations with Infiltrations Infiltration Rate Phase 1 Infiltration Rate Phase 2 Change in Rate p Value

Patients < 132.5 lbs 4.8% (4/83) 1.4% (1/72) 71% ↓ 0.23

Patients > 127 lbs. with non-antecubital injections 2.7% (2/73) 7.5% (5/67) 177% ↑ 0.20
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injection quality by implementing an appropriate quality im-
provement plan. We show in this work that even centers with
low suspected infiltration rates can benefit from consistent in-
jection monitoring and quality improvement initiatives.
Novel to this work is our detailed assessment of baseline

liver values to injection scoring and information on report-
ing. Other studies have indicated an 11% reduction of infil-
trated liver values and hinted that underreporting of
compromised is likely present [1]. In this work we found
only a weak, non-significant correlation to SUV max liver
values with a difference of approximately 5–9% between
good and compromised injections, smaller than previously
reported. We also quantitatively assessed reporting of infil-
trations showing significant underreporting in radiology re-
ports and the need to improve reporting on injection quality
to provide the best possible quality of care.

Conclusions
Previous studies have indicated that infiltration can cause
quantitative and visual uncertainty, while this study fur-
ther illustrates the need for injection quality monitoring
by showing that the commonly used reference region of
the liver may not be a reliable indicator of the degree of
injection infiltration. Injection monitoring, and developing
a quality improvement plan can lead to improvements in
injection quality for patients. At our center we started
with a low infiltration rate of 2.1%, but were able to im-
prove our rates even with those small numbers with a well
thought out quality improvement plan based on our spe-
cific patient population. For sites with greater infiltration

percentages [1], monitoring and development of improve-
ment plans could play a significant role in improving the
quality of injections at a given institution.

Abbreviations
18F-FDG: 18F-fluorodeoxyglucose; CT: Computed Tomography; ID: Injected
Dose; PET: Positron Emission Tomography; QC: Quality Control; QIP: Quality
Improvement Plan; ROI: Region of Interest; SUV: Standard Uptake Value;
TAC: Time Activity Curve; UTGSM IRB: University of Tennessee Graduate
School of Medicine Institutional Review Board

Acknowledgements
We would like to think our primary PET/CT technologists: Chris Carr and Erica
Carroll.

Ethics approval and consent to participate
This study was reviewed and approved by the University of Tennessee
Graduate School of Medicine Institutional Review Board and the first part
deemed outside the scope of human subjects research while our
retrospective analysis was approved by the IRB for this work.
No consent was required for this study according to 45CFR46 and our local IRB
determination that the retrospective analysis of our data did not require consent.

Authors’ contributions
All authors have read and approved the manuscript. DO was the PI, wrote
the manuscript, and performed data analysis. SA wrote the manuscript and
worked with management of injection data and patients. MF performed
data analysis. MW performed data collation and analysis. YF was our
physician and wrote the manuscript.

Funding
No external monetary funding was used for this work, although, the external
detectors used in this study were provided during the course of the study
by Lucerno Dynamics, LLC.

Availability of data and materials
All data is available upon request.

Fig. 4 shows two examples of extravasated doses. The left image shows a visible infiltration with abnormal FDG distributions and high image
noise related to reduced counts distributed through the patient. The right image shows the infiltration visible in the arm with high nodal uptake
that was later determined to only be related to infiltration of the PET tracer dose

Osborne et al. BMC Medical Imaging            (2020) 20:3 Page 6 of 7



Consent for publication
All authors consent for this work and have read and provided feedback on
the manuscript.

Competing interests
This work was performed as part of a multi-center quality improvement
study with Lucerno Dynamics, LLC. The authors do not have any competing
interests other than some equipment for this study was provided as part of
the study by Lucerno Dynamics, LLC.

Received: 25 February 2019 Accepted: 31 December 2019

References
1. Osman MM, et al. FDG dose extravasations in PET/CT: frequency and impact

on SUV measurements. Front Oncol. 2011;1.
2. Watson CC, et al. Optimizing injected dose in clinical PET by accurately

modeling the counting-rate response functions specific to individual patient
scans. J Nucl Med. 2005;46(11):1825–34.

3. Hung JC. Comparison of various requirements of the quality assurance
procedures for 18F-FDG injection*. J Nucl Med. 2002;43(11):1495–506.

4. Schmitt M, et al. Different techniques of administering FDG for clinical PET
imaging. J Nucl Med. 2012;53(supplement 1):2609.

5. Plaxton N, et al. Factors that influence standard uptake values in FDG PET/
CT. J Nucl Med. 2014;55(supplement 1):1356.

6. Ziai P, et al. Role of optimal quantification of FDG PET imaging in the
clinical practice of radiology. RadioGraphics. 2016;36(2):481–96.

7. Kiser JW, et al. Impact of an 18F-FDG PET/CT radiotracer injection infiltration
on patient management-a case report. Front Med (Lausanne). 2018;5:143.

8. Townsend D, et al. Multi-Center Assessment of Infiltration Rates in FDG-PET/
CT scans: Detection, Incidence, and Contributing Factors. J Nucl Med. 2018;
59(supplement 1):520.

9. van der Pol J, et al. Consequences of radiopharmaceutical extravasation and
therapeutic interventions: a systematic review. Eur J Nucl Med Mol Imaging.
2017;44(7):1234–43.

10. Kinahan PE, Fletcher JW. PET/CT standardized uptake values (SUVs) in
clinical practice and assessing response to therapy. Semin Ultrasound CT
MR. 2010;31(6):496–505.

11. Park J, et al. Tumor SUVmax normalized to liver uptake on (18) F-FDG PET/
CT predicts the pathologic complete response after Neoadjuvant
Chemoradiotherapy in locally advanced rectal Cancer. Nucl Med Mol
Imaging. 2014;48(4):295–302.

12. Keramida G, et al. Quantification of tumour (18) F-FDG uptake: normalise to
blood glucose or scale to liver uptake? Eur Radiol. 2015;25(9):2701–8.

13. Liu G, et al. Variations of the liver standardized uptake value in relation to
background blood metabolism: an 2-[18F]Fluoro-2-deoxy-D-glucose
positron emission tomography/computed tomography study in a large
population from China. Medicine. 2018;97(19):e0699.

14. Shih W-J, et al. Axillary lymph node uptake of Tc-99m MIBI resulting from
extravasation should not be misinterpretated as metastasis. Ann Nucl Med.
1999;13(4):269–71.

15. Lattanze RK, et al. Usefulness of Topically Applied Sensors to Assess the
Quality of 18F-FDG Injections and Validation Against Dynamic Positron
Emission Tomography (PET) Images. Frontiers in Medicine. 2018;5:303.

16. Wong TZ, et al. Findings from quality improvement initiatives to assess and
improve PET/CT FDG injection infiltration rates in multiple centers. Journal
of Nuclear Medicine Technology. 2019.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in
published maps and institutional affiliations.

Osborne et al. BMC Medical Imaging            (2020) 20:3 Page 7 of 7


	Abstract
	Background
	Methods
	Results
	Conclusions

	Background
	Patients and methods
	SUV analysis and correlation to injection scores

	Results
	Infiltration quality improvement project
	SUV analysis and correlation to injection scores

	Discussion
	Conclusions
	Abbreviations
	Acknowledgements
	Ethics approval and consent to participate
	Authors’ contributions
	Funding
	Availability of data and materials
	Consent for publication
	Competing interests
	References
	Publisher’s Note

